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DIPLOMAT DENTAL UNITS SM_EN_Model_ONE_1008/2025_rev13

The dental unit is used to support and position the patient, to supply the necessary leads for instruments and for dental tre atment of the
patient by the dentist. The dental unit is a device comprised of individual elements, devices and instruments that create a f unctional unit
for dental treatment.

Only a trained dentist is permitted to use the dental unit. Installation, set-up and adjustments may only be performed by a qualified and
authorised service technician certified to conduct these activities. The conditions for the use of utility services an d installation specified
in these service instructions must also be met.

Fkrngqocv"Oqfgn"QPG"322"ku"d{"ejckt"ecttkgf"fgpvecn"wpkvO0"Wachpdtocpvaqgitc
thetopofthecusr k f gt "dngem"rquvO0o"Vjg"fgpvkuvXu"vcdng"ku"gswkrrgf"ykvj"c" mg{
Rotary instruments and the scaler are controlled using a foot controller. The bowl on the cuspidor block is adjusted manually only. The

assk uvcpvXu"eqgpuqgng"cto"oc{"dg"gswkrrgf"ykvj"c"ucnkxc"glgewrglt. "c"ncti
camera. The tray table on the pantographic light arm and the arm for the LCD monitor are installed as optional accessories.

Model ONE 100 upper / lower 5 carried

Parts of the unit in contact with the patient:

1  Chair seat

1  Backrest

1 Headrest

1 Hand-rest

1 Instruments

1  Aspirators

Instrument equipment at dentist’s element: Instrument equipment at assistant’s element:

6  Syringe 0  Saliva ejector

o] Rotary instruments (together max. 3): 0  Small suction hose, big suction hose
Turbine (max. 3) 0  Syringe
BLDC micro-motor (max. 2) 0  Polymerizing lamp

0  Ultrasonic scaler

6  Polymerizing lamp

i. All instruments except the polymerizing lamp may be equipped with a light.
i. Optional accessories (see the valid price list)

Indications, contraindications for the medical device:
Indications: Dental units are intended to be used for patients who require dental treatment or care of an iliness in the oral cavity.
Contraindications: none known
Clinical benefits: The dental unit enables routine oral hygiene procedures, restorative dental treatments or preventive care treatments.
Patient profile:
 Age: adult population, children age 3 and above
1  Load capacity of the unit: up to a patient weight of 200 kg
1 Medical condition:
1  During the examination, the dentist will determine the suitability of the treatment and rule ou t the occurrence of
contraindications for the patient.
1  Nationality: not applicable
Body part or type of tissue: r cvkgpv Xu"gtcn"ecxkv{
Intended users: Dentist and Medical assistant

Do not use any medical device if you suspect it may be damaged or not working properly.
Contact an authorised service technician.

A Any serious incident that has occurred in relation to the medical device should be reported
to the manufacturer and the com petent authority of the Member State
in which the user or patient is established.

For the information and process of installation the unit, use document: Installation manual for Diplomat
Dental units T MODELONE 100.
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DIPLOMAT DENTAL UNITS

Supply voltage:

Frequency:

Max. input:

Connection with tablet - Bluetooth® (Model PROY)
Inlet air pressure:

Inlet water pressure:

Netto weight of the unit Model ONE 100
Netto weight of the unit Model ONE 200
Netto weight of the unit Model PRO 500, 700
Netto weight of the unit Model PRO 600, 800
Type of protection against electric shock:
Degree of protection against electric shock:
Degree of protection by cover:

Water temperature for the cup (if heater is installed):
Load capacity of the storage table on the lamp arm:

T 290 x370 mm
Load capacity of the dentist’s element tray table:

1 290 x 370 mm (various designs)
1 2x290x 370 mm (double tray table)

Mode of operation:

Seat height range above the ground.
6 Model PRO 500, PRO 700, ONE 100:
6 Model PRO 600, PRO 800, ONE 200:

Cradle function range of the back-rest from the vertical plane.

0 With cradle function:
0 Without cradle function:

The seat cradle function from a horizontal plane
in the version without cradle function:

The seat cradle function ranges from a horizontal plane in the

version with cradle function:

Vertical movement in the unloaded state:
Backrest motion when unloaded

Seat recline (with cradle function) when unloaded
Chair load capacity (EN ISO 74941):

Mode of operation:

Chair noise:

13
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220-240V ~
100-127V ~
24V ~

50/60 Hz

400 VA

2.402 GHzT 2.480 GHz
0.45-0.8 MPa

0.3-0.6 MPa

190 + max. 50 kg

165 + max. 50 kg

220 + max. 60 kg

210 + max. 50 kg

class | protection device
applied parts B

P21

35°C +5°C

1.5 kg

0,5 kg
1 kg

Permanent with intermittent loading typical

of standard dental work.

380 mm -815 mm = 20 mm
350 mm -820 mm + 20 mm

30° +2°to 96° + 2°
29°+2°t086° £ 2

12°+£2°

14° + 2°t0 22° £ 2°
max. 19 s

max. 13 s

max. 13 s

max. 200 kg

1:9

max. 54 dB
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1.2.1 Chair cradle function range

Cradle function range of the backrest and seat in basic version T without cradle function.

29°+ 2°

Cradle function range of the backrest and seat in the version with cradle function.

30°+ 2°

22°+2°

14°+ 2°
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1.3 General conditions

The following instruments may be mounted to the control panel:

At least 1 syringe

Up to 3 rotary instruments

Up to 5 light instruments

Up to 3 turbines

Up to 2x DX motors or 2x DX Promotors
Up to 2 BLDC micro motors with lights: Up to 2x DX BLUE motors or2x DX Pro BLUE motors
Up to 2x DX Pro

1 scaler Scaler

1 polymerising / light curing lamp (LED)

1 blaster sand blaster

The following acronyms and abbreviations are used in the manual:
Scaler T ultrasonic scaler (to remove plaque),

PLM 1 polymerising / light curing lamp,

BLDC motorT brushless motor

1.4 Used symbols

141 Symbols used in user manual
Symbol Description Symbol Description
é Warning, Notice, c € CE marking - the product meets EU legislative
Caution = requirements.
\ Note (((i))) Electromagnetic radiation
The device is a hazardous waste - hand it over
Manufacturer . . .
in a collection point.
1.4.2 Symbols used on the packaging
Symbol Description Symbol Description

I] This way up Fragile, handle with care

‘4
+sec
d iy 4122

Keep away from rain Temperature limits

A1F
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&

AN

PAP

AN
A

PE-LD

A

PVC

&

SN

S

16

Stacking limits by
number

Recycle symbol
- corrugated
cardboard

Recycle symbol
- low-density
polyethylene

Recycle symbol
- polyvinylchloride

Humidity limitation

Mark of compliance
with the national
standards of the
Russian Federation

Manufacturer

Serial number

Manufacturing date

Follow the

Instructions for use.

MD

UDI

SM_EN_Model_ONE_1008/2025_rev13

Stacking limits by mass

Recycle symbol
- steel

Recycle symbol
-wood

Dispose of the used packaging in the appropriate
waste container

The device is classified as hazardous waste -
hand it in at the collection yard

Mark of compliance with the national standards
of the Republic of Ukraine

Type B attaching part

CE marking - the product meets EU legislative
requirements

The device is a hazardous waste - hand it over
in a collection point

Medical device

Unique Deviceldentifier

PRODUCT DATA
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1.5 Location of labels

Label description:
1. Identification of dental unit production
Basic electrical parameters
Serial number
Date of made
Chair operation mode

GTIN number
GS1 datamatrix
Serial number
Date of made

arwnN
©® N

D, g
VRBOVSKA CESTA 17 U Dl
92101 PIESTANY

SLOVAK REPUBI 2460

POWER: o (01)

)\ @) oo
P21 (11) |RRMMDD;
DUTY CYCLE:
[SNJp XXXXXX [VLIIRRMMDD

3 5 4 f & 9

17 PRODUCT DATA



DIPLOMAT DENTAL UNITS

18

PwnE

SM_EN_Model_ONE_1008/2025_rev13

1665 - 2100

710 - 1145

380-815+20

max.2260

7 3 4
S S S S S S S S s S S S S IS 0 S e S e S,

min.655
min.820

390

min.1300

170

620

610

min.2800

N\ \ N N\ N N N N\
R R R NN
1800

Ewur kfgt"dngem"y kleamert c u
FgpvkuvXu"eqpvtgn"rcpg
Foot controller

Dentist’s control panel pantograph

5.
6.
7.

®
min.960
= D
N
635

I\\\\\\\\\\\\\\\\\\\\\\\\\\\\\\\\\\

Operating lamp
Pantographic lamp arm
Dental chair
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PwnPE

19

max.2260 m

1665 - 2100

710- 1145

380 -815

7 7 7 7 7 7 7 7 7 7 Z 7 7
S S S S S S S S S S S S S S S S S S

Vs 7
’ — | R=740 DOOR OF ’,
7 r Q e THE SPITTOON BLOCK .
s Qg CD /
7 ° = £ / min.960 Y
/|
(=)
7 @ [ ~-60g 7
. E 3 [l @ . /
4 £ ;
’ /|
7/
7 oo ,
/| N s
© Y
// % %
s % 7
” — /
% //
s '
s
) g 7
/4 ~ //
Vs 7/
Z 37 %
’ %
a é
7 min.2800 e Y
a4 Z

—_ -
R=1600 LIGHT ARM —

PANTOGRAPH —
- R=2100 CONTROL PANEL

Ewur kfgt"dngem" yklementc u 5. Operatinglamp

Tray table 6. Pantographic lamp arm
Foot controller 7. Dental chair
Tray table pantograph
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1.9 MODEL ONE 100 package weight

Unit part packaging

CONTINENTALPACKAGING

Packaging pallet + crate blanks A653-950-001-0

External dimensions 1580x1080x v:680mm

Weight of the set netto 80 kg + max. 35 kg according to the design
Weight of the set brutto 140 kg + max. 35 kg according to the design

OVERSEAS PACKAGING

Packaging pallet + crate blanks / dried / A653-950-002-0

External dimensions 1580x1080x v:680mm

Weight of the set netto 80 kg + max. 35 kg according to the design
Weight of the set brutto 140 kg + max. 35 kg according to the design
Chair part packaging

Packaging pallet + crate blanks A516-400-004-1

External dimensions 1550x800x v:870mm

Weight of the chair part netto 110 kg + max. 15 kg according to the design
Weight of the chair part brutto 160 kg + max. 15 kg according to the design

OVERSEAS PACKAGING

Packaging pallet + crate blanks / dried / A516-400-005-1

External dimensions 1550x800x v:870mm
Weight of the chair part netto 110 kg + max. 15 kg according to the design
Weight of the chair part brutto 160 kg + max. 15 kg according to the design

Packaging of separate upholste

Packaging cardboard box A516-400-003-0
External dimensions 1400x650x v:450mm
Package weight brutto 20 + max. 5kg

Base board packaging overseas

PACKAGING

Packaging pallet + crate blanks / dried / A516-400-012-0

External dimensions 1580x1070x v:235mm

Weight of the board brutto 86 kg + max. 5 kg
i. Packaging is nonreturnable
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The control panel keyboard is divided into three groups of buttons.

Buttons for the
Buttons for the

14:07 09-FEB-2023 1

(w)
o2 —
ty
2] psoa=x
/up }g‘ XB\/ =4
D 9 DN
: Q B L «

SM_EN_Model_ONE_1008/2025_rev13

P1
P2
P3

P4

instrument settings,
chair control,

Buttons for light, cup, bowl and negatoscop control.

22

Main light

Cup fill

Spittoon bowl rinse
Negatoscop

User/ Program change
Instrument cooling
Instrument light
Instrument mode
Reverse

Gear ratio

Torque

Auto-forward time

Foot controller function

Moving the chair up
Moving the chair down
Moving the backrest up
Moving the backrest down

Chair zero position

Chair rinsing position
Programmed chair position 1
Programmed chair position 2
Programmed chair position 3
Programmed chair position 4
Trendelenburg chair position
Value decrease

Value increase

CONTROL PANEL
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The home screen appears after switching on the unit:

Time,
Date,

Decontamination solution amount indicator (100 %),
Disinfection solution amount indicator (100 %),

SM_EN_Model_ONE_1008/2025_rev13

@—(14:07 09-FEB-2023 1 2 )

—

@O~ boa*)

User profile identification.

Source of distilled water (100 %).
Main light indicator (off)

Alternatives to the icons displayed on the home screen:

Alternative icons for decontamination solution amount indicator:
Amount of decontamination

= [

Alternative icons for disinfection solution amount indicator:
Amount of disinfection

D=

fluid 100%

Amount of decontamination

fluid 30%

fluid 100%

Amount of disinfection

fluid 30%

= [

E T

Amount of decontamination
fluid 60%

Amount of decontamination
fluid EMPTY

Amount of disinfection
fluid 60%

Amount of disinfection
fluid EMPTY

Alternative icons for distilled water amount indicator / cooling water source:

23

Distilled water for

instruments cooling 100%

Distilled water for

instruments cooling 30%
No water source for
instruments cooling

Alternative icons for main light indicator:

Main light high intensity

Main light off

N E =

Distilled water for instruments
cooling 60%

Distilled water for instruments
cooling EMPTY

Central water for instruments
cooling

Main light low intensity

CONTROL PANEL
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Mode
For liquid level sensors calibration push and hold Mode button . (No instrument may be selected)

Distilled water level sensor

Perform calibration as follows:

[
1. Insert an empty distilled water bottle and press P1 (EMPTY BOTTLE CALIBRATION),

P1
2. Thenfill the distilled water bottle (to the line) and press P1 again (FULL BOTTLE
CALIBRATION)

(Y Bo7a () @

]| wBos1 H @

Disinfection liquid level sensor

Perform calibration as follows:

P2
1. Insert an empty bottle of disinfectant solution and press P2 (EMPTY BOTTLE CALIBRATION),

P2
2. Thenfill the bottle of disinfectant solution (to the line) and press P2 again (FULL BOTTLE
CALIBRATION)

Sensor calibration

130997 (& @

(Y Bo7a (@

M| wBos1 B @
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Decontamination liquid level sensor

Perform calibration as follows:

P3
1. Insert an empty bottle for decontamination solution and press P3 (EMPTY BOTTLE
CALIBRATION),

P3
2. Thenfill the bottle decontamination solution (to the line) and press P3 again (FULL BOTTLE
CALIBRATION)

Sensor calibration

(| B A @

(Y mo74a A @

M| wBos1 | @

25 CONTROL PANEL



DIPLOMAT DENTAL UNITS SM_EN_Model_ONE_1008/2025 rev13

2.2  Control panel ONE

(w) P2

®— o P

[ P4
= 88888

@_ 3¢ =R LN
o & &

The control panel keyboard is divided into three groups of buttons.
1. Buttons for the instrument settings,

2. Buttons for the chair control,
3. Buttons for light, cup, bowl and negatoscop control.

Button Description Button  Description
oy Main light A Moving the chair up
) Cup fill R « Moving the chair down
uy Spittoon bowl rinse A Moving the backrest up
] Negatoscop v g\ Moving the backrest down
ule User/ Program change « Chair zero position
R Instrument cooling L Chair rinsing position
Qi Instrument light P1 Programmed chair position 1
= Foot controller function P2 Programmed chair position 2
O Reverse P3 Programmed chair position 3

. Trendelenburg chair position P4 Programmed chair position 4

Value increase - Value decrease
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Turning on the DU

Getting DU ready for use

Pulling out the micromotor

Pulling out the turbine

Pulling out the Scaler

Pulling out the SATELEC
XINETIC scaler

Pulling out the SATELEC
NEWTRON scaler

Pulling out the WOODPECKER
scaler

Recalling the memory position
of the chair

Remembering the memory
position of the chair

Switch user

Remembering user settings

Calling up tool settings
from the program

Saving tool settings
to the program

Water cooling activation
Spray cooling activation

Air cooling activation
Activation of SCALING mode
Activation of GENERIC mode
Activation of ENDO mode
Activation of PERIO mode
Activation BOOST mode

n OnE
Us- 2
rEAdY

M mm 333

SM_EN_Model_ONE_1008/2025_rev13

Welcome
Display of the current user
(2 is the current user number)

DU ready for use
Micromotor 1
Micromotor 2
Turbine 1
Turbine 2
Turbine 3

Scaler

SATELECXINETICscaler
SATELEC NEWTRON scaler

WOODPACKER scaler

1%t position

2"d position

3" position

4t position

15t position

2" position

3" position

4™ position

Trendelenburg chair position
Chair zero position

Chair rinsing position

User 1

User 2

Saved user settings
Saved user settings
Currently using Program 1
Currently using Program 2
Currently using Program 3
Currently using Program 4

Program 1 is saved

Program 2 is saved
Program 3 is saved
Program 4 is saved
Water cooling activated
Spray cooling activated
Air cooling activated
SCALING mode activated
GENERAL mode activated
ENDO mode activated
PERIO modeactivated
BOOST mode activated

CONTROL PANEL
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Hoooo Current intensity/speed value
Instrument using 100 Current intensity/speed value
0 Current intensity/speed value

2.3 Arrangement of instruments
231 Determining the order of instruments on Dentist control panel

2.3.2 Determining theorderg h " kpuvt wogpvu"gp" CuukuvcpvXxu"

< [5]

28
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Organization of the TECHNICAL SECTION

Technical section is divided into chapters according dental unit parts.

1. U{odgn" 11@@Y4
The symbol >>indicates that a specific item is broken down into smaller details , directly under current

tab. Example:
| Pos. |ltemno.  |Productname _________________________ QTY |Unit |SP]
\005 \A653 350-021- o>>\ UNDER BOWL ACCESSORIES WITHOUT SENSORS | 1,00 PC. \x \

2. Repetitive breakdowns of items
A breakdown of items that is identical for 2 or more subchapters is located further in the chapter.

Example:
Chapter XXX CUSPIDOR BLOCK WITROTATING BOW) has an item that is common to multiple
accessories. This item is then specified further in the chapter XXX.

| Pos. _ltemno. | Product name
002 | AB57-350-053-0 | BOTTLE ACCESSORIES WITHOUT FUNNEL \ PC. X |
3. Blueprints

Examples:

4. Numbered positions in tables
Position numbers 1 to 899 are related to structural components.

| Pos. _lltemno. | Product hame
001 V6533510100  CAP HOUSING UNDERBOWL NGBONVERTIBLE 1,00
002 | V657-350-0030  UNDERBOWICONSOLE ONE 1,00 re. Ix
003  ME309000.008  SCREW M 4X12 4,00 PC. X
004 | ME309231.073  SCREW M 5X16 4,00 PC. | X

Numbers 901 and higher are related to electrical connections.

\
L T e 1,00
S0 | MESY4100.074 WATERT AIR VALVE INPUT WIRES 2,00 re 1 x
904  ME374100.093  SWITCHING WIRES ASSEMBLY 1.00- BK/BU - 0.70m 1,00 PC. X
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5. Quantity field
If the quantity field is OPTIONAL - OPT., there are multiple variants for the given item and it is necessary
to specify the variant or color option that is ordered.

If the quantity field is empty, the item must by ordered separately. There is a more information under the
tab. Alternatively, these are items that are not necessary for the functionality of the unit (labels).

| Pos. |ltemno. _ _|Productname . |QTY Unit SP
015  AG53-001-002-0  COVER BASE B UNPAINTED OPT. PC.

015  A653-001-002-0  COVAR BASE B WHT2_MATTE OPT. PC. x
023  ME551110.047  QUICK COUPLER 1/4" M PN 0014W PC.

039  ME374100.121  POWER AND COMMUNICATION CABLE NO V PB/EB PC.

915  V400.01-01-45  LABEL SPIT PC.

6. Additional information
There can be more information under the tab.

Pos. 25 - POWER AND COMMUNICATION CABLE NO V PB/EB must be ordered separately under
n. ME374100.121.

Only use original and approved spare parts and components that do not compromise
the performance, safety characteristics or the intended use of the medical device.

Code K-001, K-005
Paint color, e.g., matte paint, etc. is desighated by the Configuration Code (e.g. K-001). Do not forget to
specify the correct configuration when ordering spare parts.

The individual configurations are color coded for easier orientation . This configuration is shown at the
beginning of the chapter with parts available in different configurations in the table after the underscore at
the part number and then in the product name:

;

A657-001-020-( K001 POWERBL DCK UNPAINTED
A657-001-020-( _ K-005 POWERBL OCk WHT2_MATTE X

The order numbers for spare parts are then provided in the main parts list for every configuration:

Pos._|ltemno,______ Productname | QTY Unit SP]
014 V516-001-014-0 PLUG OPT.

014 V516-001-014-0 PLUG/ WHT2_MATTE OPT. PC. X
024 V516-001-029-0 SEGMENTWITH GROOVE OPT. PC. X
024 V516-001-029-0 SEGMENT WITH GROOVE, PAINTED/ WHT2_MATTE OPT. PC. X

Please provide the following when ordering spare parts:
Example 1 (without configuration):

1. | Name of the spare part (mechanical component) UNDERBOWICONSOLE ONE
2. | Order number V657-350-003-0

3. | Serial number of the dental unit 12345678

4. | Quantity 1 pc.

Example 2 (with configuration):

1. | Name of the spare part (mechanical component) POWERBLOCKUNPAINTED
2. | Order number A657-001-020-0 K-001

3. | Serial number of the dental unit 12345678

4. | Quantity 1 pc.
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List of abbreviations

Abbreviation Meaning Abbreviation  Meaning

PB/EB POWERBLOCK ACC ACCESSORY/ACCESSORIES

UPHOL UPHOLSTERY u UPPER HOSE DELIVERY SYSTEM
SL SEAMLESS L LOWER HOSE DELIVERY SYSTEM
S SEAMED
CP CUSPIDOR BLOCK
LA LARGE ASPIRATOR
SA SMALL ASPIRATOR
SP SPARE PART

31
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POWERBLOCK

CHAIR

CUSPIDOR BLOCK HOLDER

CUSPIDOR BLOCK

CUUKUVCPVYU"CTO

FGPVKUVXU" RCPVQI TCRJ
FGPVKUVXU" E QP VAPERIMOSE PERINERY SYSTEM
FGPVKUVXU" EQP VOWER HERSE PENERY SYSTEM
POST, MONITOR HOLDER

PANTOGRAPHIC LIGHT ARM, LIGHT

FOOT CONTROLLER

AT IOTMMOOT®>

—

MODEL ONE 100 ORTHODONTICS
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A POWERBLOCK

POWERBLOCK WITH WATER REGULATO!
A657-001-020-0

POWERBLOCK WITH EXTERNAL CONNECTOR!
A657-001-030-0

POWERBLOCRKNITHOUT WATER SUPPLY
7 A657-001-045-0

>

POWERBLOCRKVITHOUTWATER
REGULATOR A65001-040-0

R
\ s

POWERBLOCK SPARE PARTS KITS

FRONT POWERBLOCK BASE KIT
A653-999-013-0

A POWERBLOCK

34
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' Item no. Product name SP
X

A657-001-020-0_ K-001 POWERBLOCRNITH WATERREGULATORUNPAINTED
A657-001-020-0_ K-005 POWERBLOCRKNITH WATER REGULATORNVHT2_MATTE X

2%

A653-001-906-0
KABEL NAPAJANIA A KOMUNIKACIE NO V PB/EB
(CABLE OF POWER AND COMUNNICATION FOR FOOT CONTROLER

35 A POWERBLOCK



DIPLOMAT DENTAL UNITS SM_EN_Model_ONE_1008/2025_rev13

Spitton Block SB_EKO: X26
or

CAT_EKO CAT_EKO1: X21 SB_EKO1: X9 @
K10 + X12 + X24 Pasive: 5,6 & 7.8 or
Active: 9,10 & 11,12 CAT_EKO1: X1

Power Block

“Black Gema) |

| BN - Brown (hneds)

| BU - Blus mocrd)
GN - Green (zelens)

| @NYE - Green/Yellow

| G - Grey {sivé)

iCommleri 906

L _XT6__

e @ Power Block

Part of Spitton Block

L _

w OG - Orange (oranzova)
26 z | PK - Pink jruzova)
RD - Red (Servend)
R - Whelre an F |V Viokat (fialova)
Part of Spitton Block ireless footcontroler | WH - White (biela)
Y 6 dao not connect LE'VEIIUW (2ta)

907 Power Block

|
Gl
e |

521 x1 X2
i) EZE (b4

DIPLOMAT

a1 oA LGN
SATVA TR IR INTER

: CANBUSR  CANBUS BACKRES BASE (LIFT)
| \ MOTOR MOTOR
: 915 ~\ 916 917

X25 a X26 Connection must be instaled

CHES_GREAT1) vww

—
XENOS OUTPUT

Fi1
XENOS
E Protection
2]
@

o GY
3 520z
[I] ] 3z|x GY
Mg ]
w w2
E H 5 2 5@
EE %)
E if :n@
o <5 5 oz|%
T Y
G ?,. = % gg 5 3= o @ WH
52 B B> B * Sl
@m > o a = o 18
o S [%) WH
| Ti0A T10A 108 =
| 2] 73 ‘
Protection for Protection for Protaction for Pratection for
X7 x9 X10
T6.34) T3.15A] Tea T2A
| INPUT ToSwich  From Switch Transfarmator AUX 1 AUX 2 ‘
O X3 X4 X5 X6 X7 X8 X9 x10 O
O 0|0 O|® 9|9 O|0© OO 9|0 OO ©
N | PE PE| N L N L N L lre PE| N L N L
z| 2| w o = 3 2 ¥
o @ X 1 o x| @ @
g2 3 2 M1
BK
PWR TN-S GN 230V AC
1+N+PE 2
220-240V, 50-60Hz ’2
~ GN
A
904 | e
Q| |Q MARQUARDT _| |— ;
¥ e
- a 1oa53118 - 2 L 1
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001 V653 001 029-1 SHEET OF POWERBLOCK, COMPLETE 1,00

002 V653-001-027-0 BASECHES BASIC 1,00 PC. X
003 ME374000.453 MODULE CHES_GREAT 1,00 PC. X
004 V653-001-028-0 POWERBLOCK FOIL 1,00 PC.

005 A653-150-030-0>> WATER REGULATOR 1,00 PC. X
006 AB53-150-031-0>> AIR REGULATOR 1,00 PC. | X
007 A655-001-901-0>> TRANSFORMER; ASSEMBLY OPT PC. X
007 A655-001-902-0>> TRANSFORMER; ASSEMBLYCHINA OPT PC. X
008 ME371418.026 SCREW SPACER L=9,5 6,00/ PC. | X
009 ME309255.073 SCREW M 4X6 3,00 PC. X
011 ME309201.047 SCREW M 8X70 1,00 PC. | X
012 ME311280.004 WASHER MS P 4,3 2,00 PC. X
013 ME309255.064 SCREW M 4X16 1,00 PC. | X
014 ME311210.028 WASHER P 4,3 1,00 PC. X
015 A653-001-001-0 COVER BASE B UNPAINTED OPT. PC. X
015 A653-001-001-0 COVER BASE B WHT2_MATTE OPT. PC. X
016 ME345000.030 SWITCH MARQUARDT 1935.3118 1,00 PC. X
017 ME309543.069 SCREWM 5X8 400 PC. | X
018 ME311212.018 WASHERP 5,3 400 PC. X
020 V400.01-00-80 LABEL YV1 PC.

021 V400.01-00-81 LABEL YV2 PC.

022 ME311180.004 NUT M 4 2,00/ PC. | X
023 ME311214.002 WASHER P 4,3 OZUB SERRATED 1,00 PC. X
024 ME735552.115 GROUNDING SYMBOL-2240.017 1,00 PC. | X
025 V653-001-005-0 WASHER UNDER THEONNECTOR COMPLETE 1,00 PC. X
026 ME374100.121 POWER AND COMMUNICATION CABLEC IN PB/EB 1,00 PC.

902 ME374100.094 WIRES 1.0 GNYET 0.35+0.65m 1,00 PC. X
903 ME374100.074 WATERT AIR VALVE INPUT WIRES 2,00 PC. | X
904 ME374100.093 SWITCHING WIRE§ ASSEMBLY 1.00f BK/BU T 0.70m 1,00 PC. X
906 ME374100.056 WIRE GNYE 3 1,00 PC. | X
907 ME345571.063 CONNECTOR MOLEX 301-2065 1,00 PC. X
909 ME374100.042 WIRES GNYE ASSEMBLY 1,00 PC. | X
910 ME374100.054 WIRE GNYE 1 1,00 PC. X
911 ME397900.012 CABLE TIE CIMCQ 181361 5,00 PC.

912 ME345711.034 CLAMP F0505 HC 101 2,00 PC.

915 V400.01-01-45 LABEL SPIT PC.

916 V400.01-01-44 LABEL FOOT PC.

917 V400.01-01-43 LABEL BACK PC.

918 V400.01-01-42 LABEL LIFT PC.

919 ME374060.006 JUMPER 2,00 | PC.

PZ_ 24 14717/07/2024
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11 WATER REGULATOR A653-150-030-0

Product name SP
WATER REGULATOR X

ME392662.014

' Item no.
A653-150-030-0

| Pos._litemno. | Product name
001 ME392662.037 FILTER REGULATOR 5008 RM FRBIT ¥ WATER 8234418 1,00 PC. X
005 V600.1-14-00 THROAT 1,00 PC. X
009 ME392662.056 PRESSURE GUAGHS8P 5205 0-10bar 1,00 PC. X
013 ME321822.014 NUT 4-601.8-00-34 1,00 PC. X
014 V606.01-04-06 VITQCV" “u4yz32z3 1,00 PC. X
016 V653-001-033-0 WATER BRACKET 1,00 PC. X
030 ME735010.034 LABEL WATER 1,00 | PC.

033 ME405658.030 VALVEASCO G356C121SONOOF1 1,00 PC. X
036 ME311212.018 WASHER P 5,3 4,00 PC. | X
038 V608.01-08-00 CONNECTOR ¥ 3/8 ANGLE 90 1,00 PC. X
039 ME311120.108 PWV"1l3164Y" O\ 1,00 PC. X
040 ME309255.062 SCREW M 4X25 2,00 PC. X
041 ME392662.041 EQPPGEVQT" %44z316Y 1,00 PC. X

PZ_25_08321/07/2025
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1.11 WATER REGULATOR KFA653-999-087-0

' Item no. Product name SP
A653-999-087-0 WATERREGULATORKIT X
\
001 A653 150 030-0 'WATER REGULATOR 1,00
002 ME309543.069 SCREWM 5X8 2,00 PC.
003 ME311212.018 WASHERP 5,3 2,00 PC.
004 MS283811.004 BAGPE 150X220 1,00 | PC.
02/07/2024
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1.2 AIR REGULATOR A653-150-031-0
' Item no. Product name
A653-150-031-0 AIR REGULATOR
4 18 18 ME392662.015
41
39
38
6
13
36
1
16
ME392662.013
Product name QTY [Unit [ SP
001 ME392662.036 FILTER REGULATOR FRBIT ¥ 2008 RMSA 5205008 1,00 PC. X
006 V606.01-04-06 URQWV" Yz 322z3 1,00 PC. X
009 ME392662.056 PRESSURE GUAGHSP 5205 0-10bar 1,00 PC. X
013 ME321822.014 NUT 4-601.8-00-34 1,00 PC. X
016 V606.01-04-03.2 AIRBRACKET 1,00 PC. X
018 ME311212.018 WASHER P 5,3 4,00 PC. | X
030 ME735010.033 LABEL AIR 1,00 PC.
036 ME405658.030 VALVEASCO G356C121SONOOF1 1,00 PC. X
038 V608.01-08-00 CONNECTOR ¥ 3/8 ANGLE 90 1,00 PC. X
039 ME311120.108 PWV"1l 3164Y" O\ 1,00 PC. X
041 ME309255.062 NUT M 4X25 2,00 PC. X
042 ME392662.041 EQPPGEVQT" %44z 3164 1,00 PC. X

PZ_25_08321/07/2025
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1.21 AIR REGULATOKIT - A653-999-088-0

' Item no. Product name SP
A653-999-088-0 AIR REGULATOKKIT X
001 A653 150 031-0 AIR REGULATOR 1,00
002 ME309543.069 SCREWM 5X8 2,00 PC.

003 ME311212.018 WASHERP 5,3 2,00 PC.
004 MS283811.004 BAGPE 150X220 1,00 | PC.
02/07/2024
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ltem No. ~ Product Name
A655-001-901-0 TRANSFORMERT ASSEMBLY X

’_BK Black (Siema) _W
| BN - Brown (hneda) ‘
| BU - Blue (modrd)

GN - Green (zelena)
\GNYE GreenfYellow ‘
| GY Grey (siva)

range (oranzova) |

\ FK Plnk (ruzova)
| RO - Red (gervena)

VT - Violet (falové) |
| wWH- - Winite (oelz) 2 1

460 mm NNomeeon 1
o) PTMT
I | BK
oN i i 230V AC 3 260 mm S
7V AC i i
6 GN | }
I |
| | |
w3t L[
24VAC | !
WH | 18U
| 110 | OVAC
|
: ‘
. 330 mm ! 1mH | 330 mm
—_— ke —d
g
o T
=
w
z
€ o
E
o
g
B
001 ME374000 451 TRANSF. MED 315 230 024 1,00
002 V400.01-00-29 LABEL TM1 PC.
003 ME?283362.054 INSULATING TUBE PVC 10X0,5 BLACK 0,28 M
004 ME354321.022 CABLE LUG 761603/4 1,00 | PC.
005 ME375000.008 INSULATED CRIMMNITI 1X8RD 4,00 PC.
006 ME375000.009 WIREEND FERRULENITI 2,5X8BU 2,00 | PC.

04/01/2022
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14 TRANSFORMER T ASSEMBLY CHINA A655-001-902-0
ltem No. ~ Product Name 'SP
A655-001-902-0 TRANSFORMER T ASSEMBLY CHINA X

2 1

460 mm ] 7:_7__7_:77]
| |
5 NTMT |
| | BK
GN | 230V AC 3 280 mm o)
VAC | l
| |
6 GN | I
| |
| |
* |
W |
24VAC | |
WH | __|BU
i 1oc | OVAC
|
|
LYY
330 mm | 1mH 330 mm
' 1 |
- — | P —d
L
g
=
U T
=
wi
>
5
£
£
o
o
<t
| Pos. | Iltemno. | Product name
001  ME374000.514  TRANSF. MED 315 220 027 1,00 PC.
002 | V400.01-00-29 LABEL TM1 PC.
003  ME283362.054 INSULATING TUBE PVC 10X0,5 BLACK 0,28 M
004 | ME354321.022  CABLE LUG 761603/4 1,00 PC.
005  ME375000.008 INSULATED CRIMRNITI 1X8RD 4,00 PC.
006 | ME375000.009  WIREEND FERRULENITI 2,5X8BU 2,00 PC.

13/06/2024
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' Item no. Product name SP
A657-001-030-0_K-001 POWERBLOCK WITH EXTERNAL CONNECTORSNPAINTED X
A657-001-030-0_K-005 POWERBLOCK WITH EXTERNAL CONNECTOR®HT2_MATTE X

21

LTV KRUZOK - YELLOW RING
NZDUCH | - [ AIR{

MODRY KRUZOK - BLUE RING
NODA/ - | WATER/ =
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: SB_PREM
Cuspidor block %26

or SB_EKO1
CAT_EKO1 X9

x21 or
Pasive: 56 & 7,8 CAT_EKO1
Active: 8,10 & 11,12

| O - Grey

Feat ]

Powerblock | controller | 906 I
L xt_| |

|

0G - Orange |

|

|

|

Part of spittoon block

GN - Green
| GNYE - Graen/Yellow

@ Power black
| P& - Pink
@ | RO -Red
|————

VT - Violet

2 If there no RF foot | Wk -wnite
Part of spittoon biock ml controller do not connect | 08 Block YE - Yellow |
rari of spilloon Block_ . . controller do not connect  ~ =7 T LR
\ ~

4
@

e
vzx‘
=
g

5 |

|

Gl
(IJJ

Suction - U l—l L 9 1
N —] By % /5 sueton x22 xz? X1
unt e | | froot fhack L |
LSPIT) LFaoy |BACK
GaN BU can BUS) BACKRES BASE (LIFT)

‘ MOTOR MOTOR
: 915 ~\ 916 \ 917 dﬂfl

DPLOMAT

473 DR LI0R HIED
SATeR 2T AR 2 TH

3
Ex RE3 RE1 RE4 H
=
L |
X25 and X26 must be 5 3 ﬁ X
connected with jumper EH] O ¥ |
B
(.')‘_
4 w |
i 5 W
i3 2 ||
£ ]|
E T xenos ®
3 Protection

T

Protection far
24V AG OUT on
X232, X27
Protecticn for
%15, X18

GN
o,
o°
‘ T10
3
‘ ‘ Pretection for ‘ ‘ Pretection for ‘ ‘ Protection for
X9
16,34 13,154
‘ INPUT ToSwitch  From Switch
O x3 x4 X5 6 X7 X8
O 0|0 OO 6 (6 0O
L N |PE PFE|N L[N T N L | e
-  — 1
r-d w o Q| T 2 b4 | |
@ > : N 2 @ @
R COTM |
1 |
BK
I |
PWR TN-S GN| [ 230v AC
1+N+PE 12
220-240V, 50-60Hz Iz
GN!
g
904 " WH
0| |Q mARQUARDT - ! ;:
¥ [3  1esane 4 I3
Bx 911 rd la~._1 : =
=] 901 1 1oc | OVAC
909 '
— X 2 !
LYYy
0O QM1 I 1mH
|
=912 - 7"

19
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001 V653 001 029-1 SHEET OF POWERBLOCK, COMPLETE 1,00 X
002 V653-001-027-0 BASECHES BASIC 1,00 PC. X
003 ME374000.453 MODULE CHES_GREAT 1,00 PC. X
004 V653-001-028-0 POWERBLOCK FOIL 1,00 PC. X
005 A653-150-030-0>> WATER REGULATOR 1,00 PC. X
006 A653-150-031-0>> | AIR REGULATOR 1,00 PC. X
007 A655-001-901-0>> TRANSFORMER- ASSEMBLY OPT PC. X
007 A655-001-902-0>> TRANSFORMER; ASSEMBLYCHINA OPT PC. X
008 ME309255.073 SCREWM 4X6 3,00 PC. | X
009 ME371418.026 SCREW SPACER=9,5 6,00 PC. X
011 ME309201.047 SCREWM 8X70 1,00 PC. X
012 ME311280.004 WASHERMS P 4,3 2,00 PC. X
013 ME309255.064 SCREWM 4X16 1,00 PC. | X
014 ME311210.028 WASHERP 4,3 1,00 PC. X
015 A653-001-002-0 COVER BASE - UNPAINTED OPT. PC. X
015 A653-001-002-0 COVAR BASEB T WHT2_MATTE OPT. PC. X
016 ME345000.030 SWITCHMARQUARDT 1935.3118 1,00 PC. X
017 ME309543.069 SCREWM 5X8 4.00 PC. X
018 ME311212.018 WASHER P 5,3 400 PC. X
019 ME440000.017 CONNECTOR 1,00 PC. | X
020 ME440000.018 FUSE HOLDER 1,00 PC. X
021 MES551110.046 QUICK COUPLER/4" F PN 0011W 2,00/ PC. | X
023 MES551110.047 QUICK COUPLER/4" M PN 0014W PC.

024 V400.01-00-80 LABELYV1 PC.

025 V400.01-00-81 LABELYV2 PC.

026 ME311180.004 NUTM 4 2,00/ PC. | X
027 ME311214.002 WASHERP 4,3 OZUBSERRATED 1,00 PC. X
028 ME735552.115 GROUNDING SYMBO#-2240.017 1,00 PC.

029 ME345711.028 HOSEPUR 3,8/6,4BLUE 0,10 M

030 ME345711.036 HOSEPUR 3,8/6,4GREEN 0,10 M

031 ME336401.029 ADAPTERT?230-1 2,00 PC. X
032 ME343415.031 SILICONE HOSEX1.5 GREY 0,04 M

033 ME371814.060 FUSE5X20 F2AFAST 1,00 PC. X
035 ME345711.032 HOSEPUR C .Flex 6/4 100m GREEN 0,50 M

036 ME283367.030 HOSEPUR FLEX 6/4 100mBLUE 0,50 M

037 ME440000.019 COVER230V 1,00 PC. | X
039 ME374100.121 POWER AND COMMUNICATION CABLEC INPB/EB 1,00 PC.

040 V653-001-005-0 WASHER UNDER THEONNECTOR COMPLETE 1,00 PC. | X
901 A653-001-903-0>> CONNECTOR WIRESASSEMBLY1.00 - BK/BU/GNYE- 0.55m 1,00 PC. X
902 ME374100.094 WIRESL1.0 - GNYE- 0.35+0.65m 1,00 PC. | X
903 ME374100.074 WATERT AIR VALVE INPUT WIRES 2,00 PC. X
904 ME374100.093 SWITCHING WIRESASSEMBLY1.00 - BK/BU-0.70m 1,00 PC. | X
906 ME374100.056 WIREGNYE 3 1,00 PC. X
907 ME345571.063 CONNECTORMOLEX 3301-2065 1,00 PC. | X
909 ME374100.042 WIRE GNYE- ASSEMBLY 1,00 PC. X
910 ME374100.054 WIREGNYE 1 1,00 PC. | X
911 ME397900.012 CABLE TIE CIMCQ 181361 5,00 PC.

912 ME345711.034 CLAMP F0505 HC 101 2,00 | PC.

913 ME243422.010 SHRINKFIT INSUL.SLEEVIP 2,1BLACK 0,03 M

915 V400.01-01-45 LABELSPIT PC.

916 V400.01-01-44 LABELFOOT PC.

917 V400.01-01-43 LABELBACK PC.

918 V400.01-01-42 LABELLIFT PC.

919 ME374060.006 JUMPER 2,00 PC.

PZ 24 _B7_19/08/2024

& Pos. 23 - QUICK COUPLER 1/4" M PN 0014 must be ordered separately under n. ME551110.047.

46

SM_EN_Model_ONE_1008/2025_rev13

A POWERBLOCK
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2.1 WATER REGULATOR A653-150-030-0
' Item no. Product name SP
A653-150-030-0 WATER REGULATOR X
ME392662.014

ME392662.024

| Pos._itemno. | Product name
001 ME392662.037 FILTER REGULATOR 5008 RM FRBIT ¥ WATER 8234418 1,00 PC. X
005 V600.1-14-00 THROAT 1,00 PC. X
009 ME392662.056 PRESSURE GUAGHSP 5205 0-10bar 1,00 PC. X
013 ME321822.014 NUT 4-601.8-00-34 1,00 PC. X
014 V606.01-04-06 VITQCV" “u4z32z3 1,00 PC. X
016 V653-001-033-0 WATER BRACKET 1,00 PC. X
030 ME735010.034 LABEL WATER 1,00 | PC.

033 ME405658.030 VALVEASCO G356C121SONOOF1 1,00 PC. X
036 ME311212.018 WASHER P 5,3 4,00 PC. | X
038 V608.01-08-00 CONNECTOR ¥ 3/8 ANGLE 90 1,00 PC. X
039 ME311120.108 PWV"1l3164Y" O\ 1,00 PC. X
040 ME309255.062 SCREW M 4X25 2,00 PC. X
041 ME392662.041 EQPPGEVQT" %44z316Y 1,00 PC. X

PZ_25_08321/07/2025
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2.1.1 WATER REGULATOR KFHA653-999-087-0

' Item no. Product name SP
A653-999-087-0 WATERREGULATORKIT X
\
001 A653 150 030-0 'WATER REGULATOR 1,00
002 ME309543.069 SCREWM 5X8 2,00 PC.
003 ME311212.018 WASHERP 5,3 2,00 PC.
004 MS283811.004 BAGPE 150X220 1,00 | PC.
02/07/2024
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2.2 AIR REGULATORAG653-150-031-0
' Item no. Product name
A653-150-031-0 AIR REGULATOR
4 18 18 ME392662.015
41
39
38
6
13
36
1
16
ME392662.013
Product name QTY [Unit [ SP
001 ME392662.036 FILTER REGULATOR FRBIT ¥ 2008 RMSA 5205008 1,00 PC. X
006 V606.01-04-06 URQWV" Yz 322z3 1,00 PC. X
009 ME392662.056 PRESSURE GUAGHSP 5205 0-10bar 1,00 PC. X
013 ME321822.014 NUT 4-601.8-00-34 1,00 PC. X
016 V606.01-04-03.2 AIRBRACKET 1,00 PC. X
018 ME311212.018 WASHER P 5,3 4,00 PC. | X
030 ME735010.033 LABEL AIR 1,00 PC.
036 ME405658.030 VALVEASCO G356C121SONOOF1 1,00 PC. X
038 V608.01-08-00 CONNECTOR ¥ 3/8 ANGLE 90 1,00 PC. X
039 ME311120.108 PWV"1l 3164Y" O\ 1,00 PC. X
041 ME309255.062 NUT M 4X25 2,00 PC. X
042 ME392662.041 EQPPGEVQT" %44z 3164 1,00 PC. X

PZ_25_08321/07/2025
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2.21 AIR REGULATOKIT - A653-999-088-0

' Item no. Product name SP
A653-999-088-0 AIR REGULATOKKIT X
001 A653 150 031-0 AIR REGULATOR 1,00
002 ME309543.069 SCREWM 5X8 2,00 PC.

003 ME311212.018 WASHERP 5,3 2,00 PC.
004 MS283811.004 BAGPE 150X220 1,00 | PC.
02/07/2024
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ltem No. ~ Product Name
A655-001-901-0 TRANSFORMERT ASSEMBLY X

’_BK Black (Siema) _W
| BN - Brown (hneda) ‘
| BU - Blue (modrd)

GN - Green (zelena)
\GNYE GreenfYellow ‘
| GY Grey (siva)

range (oranzova) |
\ FK Plnk (ruzova)
| RD - Red (tervend) |

VT - Violet (fialova)
| WH- - Winite (oelz) [ 2 1

460 mm NNomeeon 1
) P IMT
| | BK
GN | | 230V AC
TVAC E i
6 GN | }
I |
I |
I |
|
24V AC | !
WH | 18U
| 110 | OVAC
|
: ‘
. 330 mm ! 1mH | 330 mm
[N N P —d
g
o T
=
w
z
e o
E
(=]
=
B
001 ME374000 451 TRANSF. MED 315 230 024 1,00
002 V400.01-00-29 LABEL TM1 PC.
003 ME?283362.054 INSULATING TUBE PVC 10X0,5 BLACK 0,28 M
004 ME354321.022 CABLE LUG 761e03/4 1,00 | PC.
005 ME375000.008 INSULATED CRIMMNITI 1X8RD 4,00 | PC.
006 ME375000.009 WIREEND FERRULENITI 2,5X8BU 2,00 PC.

04/01/2022
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2.4 TRANSFORMER T ASSEMBLY CHINA A655-001-902-0
ltem No. ~ Product Name 'SP
A655-001-902-0 TRANSFORMER T ASSEMBLY CHINA X

2 1

460 mm ] 7:_7__7_:77]
| |
5 NTMT |
| | BK
GN | 230V AC 3 280 mm o)
VAC | l
| |
6 GN | I
| |
| |
* |
W |
24VAC | |
WH | __|BU
i 1oc | OVAC
|
|
LYY
330 mm | 1mH 330 mm
' 1 |
- — | P —d
L
g
=
U T
=
wi
>
5
£
£
o
o
<t
| Pos. | Iltemno. | Product name
001  ME374000.514  TRANSF. MED 315 220 027 1,00 PC.
002 | V400.01-00-29 LABEL TM1 PC.
003  ME283362.054 INSULATING TUBE PVC 10X0,5 BLACK 0,28 M
004 | ME354321.022  CABLE LUG 761603/4 1,00 PC.
005  ME375000.008 INSULATED CRIMRNITI 1X8RD 4,00 PC.
006 | ME375000.009  WIREEND FERRULENITI 2,5X8BU 2,00 PC.

13/06/2024
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Product name
AB653-001-903-0 CONNECTOR WIRESASSEMBLY 1.00- BK/BU/GNYE- 0.55m X

|
| EN - Brown |
| BU-Blue
GN - Green |
| GNYE - Green/Yellow |
| GY - Grey
0G - Orange |
| PK - Pink |
| RD-Red
VT - Violet |
| WH - white |

Remove 3mm of insulation r

0,10 m 3 || 6 3x

1 0,55m
y

/
/ 2 os5m
/

/!
J

/

3 0.55m

/ 4 0,40 m

53x

r wi
5 2| 2
Product name
001 ME341418.007 WIRE HO5WK 1X1 GNYE 0,55 M
002 ME341418.004 WIRE HO5W 1X1 BU-BLUE 0,55 M
003 ME341418.006 WIRE HO5W 1X1 BK 0,65 M
004 ME283362.022 CABLE LUG PVC 5X0,5 BLACK 0,40 | M
005 ME375000.008 INSULATED CRIMRNITI 1X8RD 3,00 PC.
006 ME345571.001 FASTON ZAS. 6,3 0,9,8 mm2 3,00 | PC.
007 ME343415.032 INSULATING SLEEVE 6,3mm, PA 3,00 PC.

01/10/20 20
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' Item no.
A657-001-040-0_K-001

SM_EN_Model_ONE_1008/2025_rev13

Product name
POWERBLOCK WITHOUWATERREGULATOR; UNPAINTED

A657-001-040-0_K-005

POWERBLOCK WITHOUWATERREGULATORy WHT2_MATTE

54

A(1:1)

48530019060
KABEL hAPAJANLA A& KOMUKIKACIE MO V PB/EB
‘CA5LE OF POWER AND COMUNNICATION FOR FOOT COKTROLER
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DIPLOMAT DENTAL UNITS

Spittoon Block

SB_PREM
X26
Pasive: 56 &7.8 SB_PREM
Active: 9,10 & 11,12 X8, X8, X9
" Foot |
| controller |
L _XT6__

Power Block

Part of spittoon block
) \
m

Suction

o)

o —
2 If there ne RF foot
& @ controller do not connect

907

L]

x

BK

—

Suction
unit

SM_EN_Model_ONE_1008/2025_rev13

Part of spittoon block

GN/YE

®

Power Block

902 901 il | £z ey
2% CANBUS CANBUS BACKRES BASE (LIET) =
MOTOR WOTOR ‘Jﬂﬁgg I
GN
Bowl A . i
HH
5@ 915 . 916 " 917 g
EH ‘
gE
GN £ |
YE 14
Cup K i I
gy RE3 RE1 RE4 %
YE
i 3 <
L E O [}
EH o
./903 [ 1 2|
L 2x 9 9 wl
X25 and X26 must be 557— 'y .14l
connected with jumperom H E,; ElT
“on] BOEE . 2 \O
5t g z z
| a T xenos *
50 s | 905
= == ==\ == = = = BU
is 58
2Mas 3
Tzt £2
N .
58, 3%
o » o
Oy 3 fey g
b g N
e oy 3 £z 2
‘ T10/ -
‘ | ‘ 2] I = I
Protection for Protection for Protection for Protection for
X8 x10
T6.3A] T315A) T2A T2A
‘ INPUT To Switch From Switch  Transformator AUX 1 AUX 2 I
X3 x4 X5 X6 X7 X8 X9 x10 O
© 00 OO0 OO0 OO0 OO0 OO0 OO ©
N PE PE N L N L N L PE PE N L N L
i 3 ¥ ? E 3
z 2 @
[c] m
PWR TN-S
1+N+PE
220-240V, 50-60Hz
M
O |Q mMaraUARDT | |-
é E 1835.3118 a é
a1 909
w 911 7 16 | 3 .
=] 2a 2
QM1
|
912 -
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DIPLOMAT DENTAL UNITS

|Pos._ltemno. ____|Productname ______ ____ _________________QTY Unit SP
001 V653- 001 029-1 SHEET OFPOWERBLOCK, COMPLETE 1,00

002 V653-001-027-0 BASECHES BASIC 1,00 PC. X
003 ME374000.453 MODULE CHES_GREAT 1,00 PC. X
004 V653-001-028-0 POWERBLOCK FOIL 1,00 PC. X
005 A657-001-021-0>> ASSEMBLY WITHOUT WATER REGULATOR 1,00 PC. X
006 AB653-150-031-0>>| AIR REGULATOR 1,00 PC. X
007 A655-001-901-0>> TRANSFORMER]; ASSEMBLY OPT PC. X
007 A655-001-902-0>> TRANSFORMER; ASSEMBLYCHINA OPT PC. X
008 ME371418.026 SCREW SPACER=9,5 6,00 PC. | X
009 ME309255.073 SCREWM 4X6 3,00 PC. X
011 ME309201.047 SCREWM 8X70 1,00 PC. X
012 ME311280.004 WASHERMS P 4,3 2,00 PC. X
013 ME309255.064 SCREWM 4X16 1,00 PC. X
014 ME311210.028 WASHERP 4,3 1,00 PC. X
015 A653-001-001-0 COVER BASE B UNPAINTED OPT. PC. X
015 A653-001-001-0 COVER BASE B WHT2_MATTE OPT. PC. X
016 ME345000.030 SWITCH MARQUARDT 1935.3118 1,00 PC. X
020 V400.01-00-80 LABEL YV1 PC.

022 ME311180.004 NUT M 4 2,00 PC. X
023 ME311214.002 WASHER P 4,3 SERRATED 1,00 PC. X
024 ME735552.115 GROUNDING SYMBO#-2240.017 1,00 PC. X
025 ME374100.121 POWER AND COMMUNICATION CABLEC IN PB/EB 1,00 PC. X
026 V653-001-005-0 WASHER UNDER CONECTQRCOMPLETE 1,00 PC. X
027 V657-001-002-0 RINSE HOSE COUPLING 1,00 PC. X
028 V622.62-00-02 CONNECTOR 1,00 PC. X
029 ME321822.014 NUT 4-601.8-00-34 2,00/ PC. X
030 ME311120.091 NUT M 10X1 2,00 PC. X
031 ME345711.036 HOSE PUR 3,8/6,4 GREEN 5,00 M X
901 ME374100.048 WIRES YV4 2,00 PC. X
902 ME374100.047 WIRES GNYE ASSEMBLY 1,00 PC. | X
903 ME374100.049 WIRES YV3 2,00 PC. X
904 ME374100.093 SWITCHING WIRE§ ASSEMBLY 1.00f BK/BU T 0.70m 1,00 PC. | X
905 ME374100.044 WIRES YV1 2,00 PC. X
907 ME345571.063 CONNECTOR MOLEX 301-2065 1,00 PC. X
908 ME374100.056 WIRES GNYE 3 2,00 PC. X
909 ME374100.042 WIRES GNYE ASSEMBLY 1,00 PC. X
910 ME374100.054 WIRE GNYE 1 1,00 PC. X
911 ME397900.012 CABLE TIE CIMCQ 181361 5,00 PC.

912 ME345711.034 CLAMP F0505 HC 101 2,00 PC.

913 ME374060.008 HOUSING NSG 28} 1,00 PC.

914 ME372010.141 CONTACT CRIMINSK 25-0 4,00 PC.

915 V400.01-01-45 LABEL SPIT PC.

916 V400.01-01-44 LABEL FOOT PC.

917 V400.01-01-43 LABEL BACK PC.

918 V400.01-01-42 LABEL LIFT PC.

919 ME374060.006 JUMPER 2,00 | PC.

PZ 24_B7_19/08/2024
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' Item no. Product name SP
A657-001-021-0 ASSEMBLY WITHOUT WATER REGULATGEOMPLETE X
4
5
1
2
41
001 A658 001 -022-0 ASSEMBLY WITHOUT WATER REGULATOR 1,00
002 V657-001-001-0 CONSOLE 1,00 PC. X
004 ME321822.014 NUT 4-601.8-00-34 2,00 PC. | X
005 V607.80-38-00 RESTRICTOR ADJUSTMENT 2,00 PC. X
007 ME309543.068 SCREW M 48 2,00 PC. X
008 ME311210.037 WASHER P 4,3 2,00 PC. | X
009 ME345711.036 HOSE PUR3,8/6,4 GREEN 0,50 M X

PZ_24 14701/09/2024
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3.1.1 ASSEMBLY WITHOUT WATER REGULATOR658-001-022-0
' Item no. Product name SP
A658-001-022-0 K-001 ASSEMBLY WITHOUT WATER REGULATOR X
| Pos. | Itemno. | Product name
001 V607.80-00-32 DISTRIBUTION BODY 1 1,00 PC.
002 ME405658.029 VALVE ASCO G256C136S0V00F1 2,00 PC
003 ME336402.001 THROAT THREADED STRAIGHT 2,00 PC
004 ME735010.034 LABEL WATER 1,00 PC
005 ME286000.008 HOSE INOX BAT 3/8 50CM DELTA DN8 1,00 PC

PZ_24_063_26/03/2024
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3.2 AIR REGULATOR A653-150-031-0
' Item no. Product name
A653-150-031-0 AIR REGULATOR
42 18 18
ME392662.015
41
39
6
38
13
36
1
16
19 .
@ p [P ME392662.013
| Pos. | Itemno. | Product name SP
001 ME392662.036 FILTER REGULATOR FRBV:2008 RMSA 5205008 1,00 PC. X
006 V606.01-04-06 THROATY2 %10x1 1,00/ PC. |X
009 ME392662.033 PRESSURE GUAGE 1/8P 5205 9700101 1,00 PC. X
013 ME321822.014 NUT 4-601.8-00-34 1,00/ PC. |X
016 V606.01-04-03.2  AIR BRACKET 1,00 PC. X
018 ME311212.018 WASHER P 5,3 6,00 PC. | X
019 ME309543.069 SCREW M 5X8 2,00 PC. X
030 ME735010.033 LABEL AIR 1,00 PC.
036 ME405658.030 VALVE ASCO G356C121SONOOF1 1,00 PC. X
038 V608.01-08-00 CONNECTOR/AT 3/8 ANGLE 90 1,00/ PC. |X
039 ME311120.108 NUT G1/44MZ 1,00 PC. X
041 ME309255.062 NUT M 4X25 2,00 PC. X
042 ME392662.041 CONNECTOR/A4 %1/4Y, 1,00 PC. X

PZ_24_06301/05/2024
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3.21 AIR REGULATOKIT - A653-999-088-0

' Item no. Product name SP
A653-999-088-0 AIR REGULATOKKIT X
001 A653 150 031-0 AIR REGULATOR 1,00
002 ME309543.069 SCREWM 5X8 2,00 PC.

003 ME311212.018 WASHERP 5,3 2,00 PC.
004 MS283811.004 BAGPE 150X220 1,00 | PC.
02/07/2024
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ltem No. ~ Product Name
A655-001-901-0 TRANSFORMERT ASSEMBLY X

’_BK Black (Siema) _W
| BN - Brown (hneda) ‘
| BU - Blue (modrd)

GN - Green (zelena)
\GNYE GreenfYellow ‘
| GY Grey (siva)

range (oranzova) |
\ FK Plnk (ruzova)
| RD - Red (tervend) |

VT - Violet (fialova)
| WH- - Winite (oelz) [ 2 1

460 mm NNomeeon 1
) P IMT
| | BK
GN | | 230V AC
TVAC E i
6 GN | }
I |
I |
I |
|
24V AC | !
WH | 18U
| 110 | OVAC
|
: ‘
. 330 mm ! 1mH | 330 mm
[N N P —d
g
o T
=
w
z
e o
E
(=]
=
B
001 ME374000 451 TRANSF. MED 315 230 024 1,00
002 V400.01-00-29 LABEL TM1 PC.
003 ME?283362.054 INSULATING TUBE PVC 10X0,5 BLACK 0,28 M
004 ME354321.022 CABLE LUG 761e03/4 1,00 | PC.
005 ME375000.008 INSULATED CRIMMNITI 1X8RD 4,00 | PC.
006 ME375000.009 WIREEND FERRULENITI 2,5X8BU 2,00 PC.

04/01/2022
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2.4 TRANSFORMER T ASSEMBLY CHINA A655-001-902-0
ltem No. ~ Product Name 'SP
A655-001-902-0 TRANSFORMER T ASSEMBLY CHINA X

2 1

460 mm ] 7:_7__7_:77]
| |
5 NTMT |
| | BK
GN | 230V AC 3 280 mm o)
VAC | l
| |
6 GN | I
| |
| |
* |
W |
24VAC | |
WH | __|BU
i 1oc | OVAC
|
|
LYY
330 mm | 1mH 330 mm
' 1 |
- — | P —d
L
g
=
U T
=
wi
>
5
£
£
o
o
<t
| Pos. | Iltemno. | Product name
001  ME374000.514  TRANSF. MED 315 220 027 1,00 PC.
002 | V400.01-00-29 LABEL TM1 PC.
003  ME283362.054 INSULATING TUBE PVC 10X0,5 BLACK 0,28 M
004 | ME354321.022  CABLE LUG 761603/4 1,00 PC.
005  ME375000.008 INSULATED CRIMRNITI 1X8RD 4,00 PC.
006 | ME375000.009  WIREEND FERRULENITI 2,5X8BU 2,00 PC.

13/06/2024
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3.4 POWER AND COMMUNICATION CABLE FC IN PB/EBA653-001-906-0

Product name SP
POWER AND COMMUNICATION CABLE FC IN PB/EB X

' Item no.
A653-001-906-0

| BN - Brown (hneds) |
| BU - Blue (mocia)
| GN - Green (zelena) | View on solder side
GNYE - Green/Yellow
| GV - Grey fsé) | of connector
0G - Orange (oranzovd) |
| PK - Pink (ruzova)
| RD - Red (Cervend)
VT - Violet (fialova) |
| WH - Whits (bieta) |
YE - Yellow (21t3)

8x 10mm 8 1 2 13
(an)
> w| Z| o x I;T)I z
o > O m o x| | @
Remove 30 mm of cable )
jacket on both sides /—

900 mm 1

\

Remove 50 mm of cable
jacket on both sides

Remove 3mm the insulatio\—— 9 2x 15mm
on each wire on both sides ! -

6x5

Protect against damage
during manipulation

A==

Pass the cable through
the cover and then fill
plug with terminals

| Pos. _Itemno. ____ |Productname | OTY [Unit [SP]
001  ME341414.103  CABLE Li2YCY; 4x2x0,22mm2] 50m 0,90 m

002 | ME372010.141  CONTACT CRIMP NSK 28 2,00 PC.

003  ME374060.010  HOUSING NSG 28 1,00 PC.

004 | ME345571.015  CONECTOR KF\80 1,00 PC.

005  ME345571.052  CONTACT MX5556-T2L 6,00 PC.

008 | ME243422.010  SHRINKFIT INSUL.SLEEVE P 2,1 BLACK 0,08 M

009  ME243422.005  SHRINKFIT INSUL. SLEEVE P9,5 0,03 M

010 | ME374100.045  WIRES GNYEASSEMBLY 1,00 PC.

014 | ME345571.063  CONECTOR MOLER9-01-2065 1,00 PC.

PZ_23 074 _24/05/2023

63 A POWERBLOCK



DIPLOMAT DENTAL UNITS SM_EN_Model_ONE_1008/2025_rev13

' Item no. ~ Product hame SP
A657-001-045-0_K-001 POWERBLOCK WITHOUT WATER SUPPEYJNPAINTED X
A657-001-045-0_K-005 POWERBLOCK WITHOUT WATER SUPPEWHT2 MATTE X

4 -
20
5
10
/_;‘AEB;:;‘(:)P‘E:NNQ KOMUNIKACIE WO W PRI
/ CABLE OF POIWER AMD COMUNNICATICN FOR FOOT CONTROLER
A(1:1) 18

A POWERBLOCK
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001 V653 001-029-0  SHEET OF POWERBLOCK, COMPLETE 1,00

002 V653-001-027-0  BASE CHES BASIC 1,00 PC.
003 ME374000.500  MODULE CHES_GREAT 1,00 PC.
004  V653-001-028-0  POWERBLOCK FOIL 1,00 PC.
005 V653-001-005-0  WASHER UNDER CONECTGROMPLETE 1,00 PC.
006  A653-150-031-0>> AIR REGULATOR 1,00 PC.
007  A653-001-901-0>> TRANSFORMER- ASSEMBLY 1,00 PC.
008  ME371418.026  SCREW SPACER L=9,5 6,00 PC.
009  ME309255.073  SCREWM 4X6 3,00/ PC.
010  A653-001-906-0  POWER AND COMMUNICATION CABLEC N PB/EB 1,00 PC.
011 ME309201.047  SCREWM 8X70 1,00 PC.
012  ME311280.004  WASHERMS P 4,3 2,00 PC.
013 ME309255.064  SCREWM 4X16 1,00 PC.
014  ME311210.028  WASHERP 4,3 1,00 PC.
015  A653-001-001-0 COVER BASE BUNPAINTED OPT. PC.
015  A653-001-001-0 COVER BASE BWHT2_MATTE OPT. PC.
016  ME345000.030  SWITCHMARQUARDT 1935.3118 1,00 PC.
017  ME735552.115  GROUNDING SYMBOH#-2240.017 1,00 PC.
018  ME311214002  WASHERP 4,3 OZUBSERRATED 1,00 PC.
019 ME311180.004  NUTM4 1,00 M
020 V400.01-00-80  LABELYV1 1,00 PC.
17/02/2023

Pos. 10 - POWER AND COMMUNICATION CABLEEC IN PB/EB n. A653001-906-0.
must be ordered separately according to chapter 4.3.
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4.1 AIR REGULATORAG653-150-031-0
' Item no. Product name
A653-150-031-0 AIRREGULATOR

42 ME392662.015

ME392662.013

| Pos. _ltemno. ___ |Productname | OTY [Unit [SP]
e | RS AR A TR S 1,00

006  V606.01-04-06 VJITQCV" %Yz32z3 1,00 T
009  ME392662.033  PRESSURESUAGE 1/8P 5205 9700101 1,00 PC. X
013 | ME321822.014 NUT 4601.8-00-34 1,00 PC. X
016  V606.01-04-03.2  AIR BRACKET 1,00 PC. X
018 | ME311212.018  WASHERP 53 6,00 PC. X
019  ME309543.069  SCREW M 5X8 2,00 PC. X
030 | ME735010.033  LABEL AR 1,00 PC.

036  ME405658.030  VALVE ASCO G356C121SONOOF1 1,00 PC. X
038 | V608.01-08-00  CONNECTOR ¥ 3/8 ANGLE 90 1,00 PC. X
039  ME311120.108 PWV" | 316 4" O\ 1,00 PC. X
041 | ME309255.062  NUT M 4X25 2,00 PC. X
042  ME392662.041 EQPPGEVQT" %Y4z316Y 1,00 PC. X

PZ_24_06301/05/2024
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411 AIR REGULATOKIT - A653-999-088-0

' Item no. Product name SP
A653-999-088-0 AIR REGULATOKKIT X
001 A653 150 031-0 AIR REGULATOR 1,00
002 ME309543.069 SCREWM 5X8 2,00 PC.

003 ME311212.018 WASHERP 5,3 2,00 PC.
004 MS283811.004 BAGPE 150X220 1,00 | PC.
02/07/2024
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4.2 TRANSFORMER ASSEMBLY-A653-001-901-0
' Item no. Product name SP
A653-001-901-0 TRANSFORMER ASSEMBLY X
\
001 ME374000 451 TRANSF. MED 315 230 024 1,00
002 V400.01-00-29 LABEL TM1 PC.
003 ME283362.054 INSULATING TUBE PVC 10X0,5 BLACK 0,15 M
004 ME354321.022 CABLE LUGr610-03/4 1,00 PC.
005 ME375000.008 INSULATED CRIMMNITI 1X8RD 2,00 PC.
006 ME375000.009 WIREEND FERRULENITI 2,5X8BU 4,00 PC.
29/9/2020
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